Report on the breville hohensonne 2020 impulse lamp.
Skin tests were carried out on 11 members in the Physiotherapy Department of Sydney Hospital using the Breville Hohensonne 2020 Impulse Lamp. As a test control, the same people were also tested with the Alpine air-cooled Sun Lamp, so that comparison could be made between the recognised first degree erythema of the person and the first degree erythema produced in test patches by the Impulse Lamp.